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ABSTRACT 

NOTE  ON  THE  OPERATION  OF  THE  STANDARD 
ELECTRIC  TIMER  FROM  STORAGE  BATTERIES 
BY  USE  OF  A  CURRENT  CONVERTER 


OBJECT 


To  assess  the  feasibility  of  using  a  current  converter  to  drive  a 
Standard  Electric  Timer  in  situations  where  line  alternating  current 
is  not  available. 

RESULTS  AND  CONCLUSIONS 

The  extent  of  error  resulting  from  operation  of  a  Standard  Electric 
Timer  from  a  Carter  Rotary  Converter,  Type  E-1016-CW4  was  de¬ 
termined.  The  clutch  mechanisms  of  the  2  clocks  were  connected  to 
give  simultaneous  operation.  One  was  operated  from  line  alternating 
current  and  one  from  24 -volt  storage  batteries  and  a  Carter  converter. 
One  thousand  pairs  of  readings  between  0  and  5  seconds  v/ere  taken  and 
compared  by  the  method  of  correlation.  A  Pearson  r  of  0.  99991  was 
obtained  and  an  equation  was  developed  for  estimating  "true"  times  from 
those  given  by  the  converter  driven  clock. 

The  process  was  repeated  on  a  smaller  scale  (100  pairs  of  observa¬ 
tions)  with  a  Carter  type  E-1025-C  converter  as  a  check  on  the  generality 
of  the  findings.  Essentially  the  same  results  were  obtained.  It  was  con¬ 
cluded  that  driving  a  timer  with  the  current  converters  introduces  little 
variable  error  and  that  the  constant  error  may  vary  with  the  converter 
employed  and  its  power  supply. 

RECOMMENDATIONS 


The  constant  error  resulting  from  use  of  a  particular  combination 
of  converter  and  power  supply  should  be  determined  before  they  are 
employed  in  collecting  data. 

When  electric  timers  are  operated  from  current  converters  the  di¬ 
rect  current  power  supply  should  be  monitored  carefully  to  preclude  voltage 
changes. 


l 


For  maximum  precision,  converters  with  frequency  regulators 
should  be  obtained. 
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NOTE  ON  THE  OPERATION  OF  THE  STANDARD 
ELECTRIC  TIMER  FROM  STORAGE  BATTERIES 
BY  USE  OF  A  CURRENT  CONVERTER 

I.  INTRODUCTION 


In  a  variety  of  experimental  situations,  it  might  be  desirable  to 
operate  an  electric  timer  from  a  direct  current  source.  As  an  example, 
in  studying  operator  tasks  in  a  tank  or  other  vehicle  where  line  alter¬ 
nating  current  is  not  available,  the  use  of  time  scores  might  be  neces¬ 
sary.  The  Standard  Electric  Timer  is  particularly  advantageous  in 
such  a  situation  since  its  electric  clutch  mechanism  is  adaptable  to  a 
variety  of  needs.  In  order  to  ascertain  the  accuracy  of  time  measures 
with  this  type  of  power  supply,  an  extensive  test  of  some  of  the  equip¬ 
ment  available  in  this  laboratory  was  conducted. 

II.  EXPERIMENTAL 

A.  Equipment 


Two  type  S-1A  Standard  Electric  Timers  were  used.  The  2 
clutches  were  connected  to  a  DPST  toggle  switch  so  that  both  clocks 
operated  simultaneously  when  the  switch  was  thrown.  An  ordinary 
117-volt  a.  c.  outlet  in  the  laboratory  was  used  as  a  standard  power 
source.  Two  heavy  duty  12 -volt  Delco  storage  batteries  were  connected 
in  series  and  provided  a  24-volt  d.  c.  supply.  These  were  connected 
to  a  Carter  Rotary  Converter,  type  E-1016-CW4.  A  type  E-1025-C 
converter  was  given  a  less  extensive  test. 

B.  Procedure 


Inaccuracies  in  the  electric  timer  primarily  should  be  a  function 
of  fluctuation  in  the  frequency  of  the  converter  output.  Consequently, 
the  stability  of  the  output  frequency  was  checked  with  a  cathode -ray 
oscilloscope.  During  this  test  the  converter  was  driven  by  a  highly 
accurate  d.  c.  power  supply.  Some  fluctuations  from  rated  frequency 
were  noted,  but  since  they  were  of  an  irregular  nature  they  could  not 
be  utilized  to  make  corrections  in  time  readings.  Also,  as  would  be 
expected,  it  was  noted  that  changes  in  the  d.  c.  (input)  voltage  resulted 
in  frequency  changes  in  the  output  current. 

A  preliminary  test  was  conducted  to  determine  the  extent  of 
between-clock  error  when  both  were  driven  by  line  current.  When 
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A* 


operated  simultaneously,  the  2  gave  results  which  were  identical  to  within 
as  great  a  degree  of  accuracy  as  their  scales  could  be  read. 

An  extensive  test  was  performed  next  to  determine  how  much, 
if  any,  error  resulted  from  the  use  of  the  type  E-1016-CW4  current 
converter.  One  timer  was  operated  from  the  converter  output  and  the 
second  from  line  current.  Both  clocks  were  simultaneously  activated 
1,  000  times  and  the  readings  from  each  were  recorded.  All  of  these 
readings  were  for  time  intervals  of  less  than  5  seconds  duration  and 
were  distributed  as  shown  in  Table  1. 


TABLE  1 


Time  Interval 

No.  of  Pairs  of  Reading 

r 

. 

.01  to  1.  00  sec 

200 

0. 99926 

1.  01  to  2.  00  sec 

200 

0.  99821 

2.  01  to  3.  00  sec 

200 

0.  99729 

3.  01  to  4.  00  sec 

200 

0.  99632 

4.  01  to  5.  00  sec 

200 

0. 99580  ! 

Since  experience  had  shown  that  the  stability  of  the  converter's 
output  was  in  part  a  function  of  preliminary  warm-up,  it  was  set  in 
operation  for  at  least  20  minutes  before  readings  were  made.  In  order 
to  assure  that  a  voltage  drop  as  a  result  of  discharging  the  storage 
batteries  did  not  affect  the  results,  a  VTVM  was  placed  in  parallel  with 
the  load  after  every  100  readings.  No  voltage  drops  were  found. 

A  second  test  of  100  readings  was  run  under  identical  conditions 
except  for  substitution  of  a  Carter  type  E-1025-C  converter.  This  was 
done  in  order  to  test  the  generality  of  the  results  obtained  with  the  type 
E-1016-CW4  instrument. 

III.  RESULTS  AND  CONCLUSIONS 


The  time  readings  from  the  2  clocks  were  compared  by  means  of 
Pearson  product-moment  correlation.  This  method  was  utilized  in 
order  to  obtain  a  measure  of  degree  of  variable  error,  and  permit  a 
mathematical  correction  to  eliminate  bias  from  readings  obtained  from 
converter -operated  timers. 
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The  obtained  correlation  coefficient  for  all  1,  000  pairs  of  read¬ 
ings  was  0,  99991.  The  regression  equation  for  estimating  "true1'  times 
from  those  given  by  the  converter  driven  clock  is: 

X'  =  .  998  Y  -  .  624* 

It  is  obvious,  of  course,  that  the  longer  the  timers  are  permitted  to  run, 
the  greater  will  be  the  opportunity  for  error  to  become  manifest.  As  a 
check  on  the  effect  of  this  axiom,  correlation  coefficients  were  computed 
for  readings  from  each  of  the  5,  1 -second  time  intervals.  These  are 
shown  in  Table  1.  With  respect  to  time,  a  distinct  downward  trend  in 
correlation  is  recognizable  which  tends  to  decelerate  during  the  last 
time  interval.  When  regression  equations  are  written  for  each  of  these 
5  values,  however,  the  predictions  obtained  do  not  differ  substantially 
from  those  resulting  from  the  equation  given  above.  Consequently,  the 
use  of  one  equation  rather  than  5  seems  justified. 

These  results  have  a  simple  and  straight-forward  meaning.  The 
extremely  high  r's  indicate  very  little  variable  error.  The  differences 
between  clock  readings  may  be  attributed,  therefore,  almost  exclusively 
to  constant  error  and  thus  may  be  corrected  readily. 

To  check  the  generality  of  these  results,  100  pairs  of  readings  were 
taken  with  a  Carter  type  E-1025-C  converter.  The  obtained  r  was  0.  99984 
and  the  regression  equation  for  estimating  ntruen  times  from  those  given 
by  the  converter -driven  clock  is: 

X*  =  .  954  Y  4  1.  124 

It  will  be  noted  again  that  there  is  minimal  variable  error  although  a 
different  converter  gives  a  different  error  constant, 

IV.  RECOMMENDATIONS 


The  constant  error  resulting  from  use  of  a  particular  combination 
of  converter  and  power  supply  should  be  determined  before  they  are 
employed  in  collecting  data.  The  predictive  equations  given  in  this 
report  should  be  limited  in  use  to  results  obtained  from  the  converters 
and  d.  c.  source  here  employed  and  for  intervals  of  0  to  5  seconds  only 


*For  simplicity  of  calculation,  time  scores  (read  to  hundredths  of  a 
second)  were  multiplied  by  100  -  thus  eliminating  decimal  places  -  and 
this  procedure,  consequently,  should  be  followed  in  utilizing  this  formula. 


3 


Timers  should  not  be  operated  from  storage  batteries  connected 
to  an  operating  generator  -  as  in  an  automotive  vehicle  -  since  voltage 
changes  produced  by  the  generator  will  certainly  affect  the  timer  opera¬ 
tion. 


The  output  of  the  d.  c.  source  used  to  operate  clocks  through  a 
converter  should  be  monitored  to  preclude  voltage  changes. 

Where  very  precise  measures  are  desired,  converters  with  fre¬ 
quency  regulators  should  be  purchased.  They  should  be  selected  to 
match  the  power  factor,  voltage,  frequency  and  load  requirements  of 
the  equipment  to  be  operated. 
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Fort  Lee,  Virginia 

President  1 

Board  Nr  Z  OCAFF 
Fort  Knox,  Kentucky 

President  1 

Board  Nr  3,  OCAFF 
Fort  Banning,  Georgia 

Commanding  Officer  -  1 

Frankford  Arsenal 
Philadelphia  37,  Pennsylvania 
ATTN:  Human  Engineering  Mission  (LC) 

Ordnance  Corps  1 

Detroit  Arsenal 
Center  Line,  Michigan 

ATTN:  Mr.  J.  D.  Gallombardo  XRDMX-ECG 

Commandant,  Adjutant  General’s  School  1 

Office  of  the  School  Secretary 
Fort  Benjamin  Harrison 
Indianapolis  16,  Indiana 

Adjutant  General's  Office  1 

Personnel  Research  Branch 
Department  of  the  Army 
Washington  25,  D.  C. 

President,  Army  Field  Forces  1 

Board  Nr  1 

Fort  Bragg,  North  Carolina 


NAVY 

Director  1 

Naval  Research  Laboratory 
Washington  25,  0.  C. 

Commanding  Officer  1 

U,  S.  Naval  Medical  Research  Unit  Nr  1 
Bldg  T-19,  University  of  California 
Berkeley  4,  California 

Officer- in- Charge  1 

U.  5.  Naval  Personnel  Research  Field 
Activity 
Tempo  9V 

14th  &  Constitution  Ave,,  NW 
Washington  25,  D.  C. 

Director,  Operations  Evaluation  1 

Group  (OP-374) 

Room  4D  541,  The  Pentagon 
Washington  25,  D.  C. 

Psychological  Research  &  Applications  1 

Deportment 

Special  Devices  Center 

Port  Washington,  L.  I.,  New  York 


ARMY  Copies 

President,  Army  Field  Forces  1 

Board  Nr  4 

Fort  Bliss,  Texas 

Chief,  Army  Field  Forces  1 

Human  Research  Unit  Nr  2 

P.0.  Box  446 

Fort  Ord,  California 


Director  1 

Human  Resources  Research  Office 

P.0.  Box  3596 

Washington  7,  D.  C 

ATTN:  Library 

Human  Research  Unit  Nr  3  1 

Office,  Chief  of  Army  Field  Forces 
Fort  Banning,  Georgia 

Operations  Research  Office  1 

6410  Connecticut  Avenue 
Chevy  Chase,  Maryland 
ATTN:  The  Library 

Office,  Chief  of  Ordnance  1 

ATTN:  ORDTB-PS,  The  Pentagon 
Washington  25,  D.  C. 

Operations  Personnel  Research  Div  1 


Office  of  Chief,  Research  &  Development 
Deputy  Chief  of  Staffs  for  Plans  &  Research 
Room  2C  734,  The  Pentagon 
Washington  25,  D.  C. 

Office  of  Chief  Signal  Officer  1 

Room  2E  258,  The  Pentagon 
Washington  25,  D.  C, 

Commanding  Officer  1 

Transportation  Research  & 

Development  Station 
Fort  Eustis,  Virginia 


NAVY 

Director,  U.  S.  Naval  Air  Experimental  1 

Station 

ATTN:  Supt.,  Aero  Medical  Equipment 
Laboratory 

Philadelphia  12,  Pennsylvania 

Commander  1 

U.  S.  Naval  Air  Test  Center 
Patuxent  River,  Moryland 
ATTN:  Physiological  Test  Section  of 
Service  Test 

U.  S.  Navy  Electronics  Laboratory  2 

ATTN:  Head,  Human  Factors  Division 
San  Diego  52,  California 

Office  of  Naval  Research  1 

Psychophysiological  Psychology 
Branch,  Code  454 
Department  of  the  Navy 
Washington  25,  D.  C, 


AIR  FORCE 
Commander 

Air  Force  Operational  Test  Center 
ATTN:  Technical  Reports  Branch 
Elgin  Air  Force  Base,  Florida 

Commander 

Lackland  Air  Force  Base 
San  Antonio,  Texas 

Assistant  for  Ground  Safety 
DCS/Pers,  Headquarters,  USAF 
Washington  25,  D.  C. 

AFPT  Research  Center 
Liaison  Officer 
Deputy  Chief  of  Staff 
Operations,  Headquarters 
Air  Training  Command 
Scott  Air  Force  Base,  Illinois 


INDIVIDUALS 

Dr.  Frank  A.  Geldard 
Peabody  Hall 
University  of  Virginia 
Charlottesville,  Virginia 

Dr.  William  E.  Kappauf,  Jr. 
Department  of  Psychology 
University  of  Illinois 
Urbana,  Illinois 

Dr.  Lorrin  A.  Rigg* 

Department  of  Psychology 
Brown  University 
Providence  12,  Rhode  Island 

Dr  El iot  Stel lar 
Johns  Hopkins  University 
Psychology  Department 
Baltimore  18,  Maryland 

Dr.  Merle  Lawrence 
S.  S.  Kresge  Medical  Research  Bldg 
University  of  Michigan 
Ann  Arbor,  Michigan 


OTHER  AGENCIES 
Director,  Bibliographical  Services  Project 
Institute  for  Applied  Experimental  Psychology 
North  Hall,  Tufts  College 
Boston  14,  Massachusetts 


AIR  FORCE  Copies 

Director  1 

Armament  Systems  Personnel  Research 
Laboratory 

Lowry  Air  Force  Base,  Colorado 

Director  1 

Basic  Pilot 

Goodfellow  Air  Force  Base,  Texas 

Human  Factors  Operations  4 


Research  Laboratory 
Air  Research  and  Development 
Command,  USAF 
Bolling  Air  Force  Base 
Washington  25,  D.  C. 

The  Rand  Corporation  1 

1700  Main  Street 

Santa  Monica,  California 

ATTN:  Mr.  Victor  M.  Hunt 

INDIVIDUALS 

Dr.  William  A.  Hunt  1 

Department  of  Psychology 
Northwestern  University 
Evanston,  Illinois 

Dr.  Anthony  Lanxa  1 

Institute  of  Industrial  Medicine 

New  York  University 

Bellevue  Medical  Center 

477  First  Avenue 

New  York,  New  York 

Dr.  Harold  Schlosberg  1 

Psychology  Laboratory 
Brown  University 
Providence  12,  Rhode  Island 

Dr,  Willard  Machle  1 

Boca  Raton,  Florida 

Dr.  Norton  Nelson  1 

Institute  of  Industrial  Medicine 

New  York  University 

Bellevue  Medical  Center 

477  First  Avenue 

New  York,  New  York 

OTHER  AGENCIES 

Department  of  Psychology  1 

University  of  Rochester 
Rochester  3,  New  York 


Category  (D)  Continued 

Copies 
1 

1 

1 

1 

T 

1 

1 

1 

1 


